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Some Factors Affecting the Dimensional Stability of the 
Sil ver-Tin-(Copper-Zinc) Amalgams * 

J. A. Mitchell, 1 1. C Schoonover, George Dickson, and H. C. Vacher 

An investigation of the X-ray diffraction characteristics and of the dimensional changes 
of silver-tin-(copper-zinc) amalgams during and after their hardening period indicated that 
uncombined mercury was present in the amalgams after the initial solidification and that 
this uncombined mercury disappeared during the period when greatest dimensional changes 
occur. On the basis of the data obtained, it is postulated that the expansion during the 
hardening of amalgam results from diffusion of uncombined mercury throughout the material; 
the subsequent shrinkage then results from combination of this mercury with existing phases 
or with residual alloy. 



1. Introduction 

Although an enormous amount of experimental 
work has been done on the silver-tin-(copper-zinc) 2 
amalgams [1,2,3,4,5,6], 3 no mechanism has been 
proposed that will satisfactorily explain the initial 
contraction, subsequent expansion, and final con- 
traction that occur during the first 24 hr after 
amalgamation. Various investigators have at- 
tempted to explain these changes in terms of mercury 
content of the amalgam system. Their difficulty 
may have resulted from the failure to differentiate 
between total mercury and combined mercury in this 
system. It is probable that in the hardening of the 
heterogeneous mass not all the mercury is in the com- 
bined form. Chemical analysis of the amalgam 
would not distinguish between combined and un- 
combined mercury. Furthermore, photomicro- 
graphic evidence [7] indicates that the rate of attack 
on the alloy particles by mercury may vary widely, 
depending upon the conditions under which tin 4 speci- 
men was prepared. The possible diffusion of this 
mercury, if it is present, and its subsequent reactions 
with the alloy may account for the dimensional 
changes observed in the hardened amalgam. 

With this in mind, the investigation was under- 
taken to determine (1) whether uncombined mercury 
was present after the amalgam had hardened, (2) 
whether the uncombined mercury, if present, con- 
tinued to take part in any reaction, and (3) whether 
the dimensional changes that occur in hardened 
amalgam could be correlated with this reaction. 

2. Experimental Approach and Procedures 

X-ray diffraction methods cannot be used to detect 
the presence of free or uncombined mercury in an 
amalgam at room temperature because the mercury, 
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being a liquid at this temperature, does not have a 
crystalline structure and docs not give an X-ray 
diffraction pattern. However, if the mercury is 
chilled below its solidification point, typical lines 
representing mercury are detected by diffraction 
methods. Therefore, if uncombined mercury is 
present in amalgam immediately after hardening, it 
should be possible to determine its presence by X-ray 
investigation of amalgam specimens held below t lie 
freezing temperature of mercury. Furthermore, it 
should be possible to study the rate of disappearance 
of the uncombined mercury with time by periodic 
examination of the specimen at temperatures below 
the freezing point of mercury. 

X-ray diffraction patterns of the amalgams at low 
temperatures were obtained from specimens that 
were manually condensed, using standard dental 
procedures, in a stainless-steel mold and specimen- 
holder combination (fig. 1). Immediately after con- 
densation, the amalgam specimens were frozen by 
introducing liquid nitrogen into the chamber beneath 
the specimen. An iron-const an tan thermocouple 
was inserted in the specimen holder, near the speci- 
men for temperature determination. 

Three commercial amalgam alloys were used in the 
investigation. Amalgams were produced by tritu- 
rating the alloys with mercury in a mechanical 
amalgamator, using the mercury-alloy ratio of 2 to 3 
for alloys 1 and 2, and a ratio of 2 to 3.6 for alloy 3. 

A high-angle spectrometer goniometer [8] was used 
to obtain chart records of the copper K-alpha diffrac- 
tion. The diffraction unit was operated at 35 kv and 
a tube current of 20 ma. The angular speed of the 
scanning arm was 1 deg/min, and the chart speed was 
x /2 in./min. 

X-ray diffraction characteristics were obtained 
with the specimen and its holder maintained at the 
constant reduced temperature (—125° C) during the 
making of chart records in a 20 range of 80 to 28 deg. 
The specimen was then warmed to mouth tempera- 
ture (37° C) and aged at that temperature until the 
next low-temperature diffraction-chart recording was 
made. 

The X-ray diffraction technics described above 
were used also to determine the effect of addition of 
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Figure 1. Amalgam mold and specimen holder for lew- 
temperature X-ray diffraction studies. 

Holder enclosed in a cylindrical box. Specimen retained in holder and alter- 
nately cooled to —125° C by liquid nitrogen and warmed to 37° C by a wire- 
wound resistor regulated with a variable autotransformer. 

A, Liquid nitrogen intake; B, liquid-nitrogen chamber; C, jets; D, specimen; 
E, thermocouple rest; F, arm fastened to goniometer shaft. 




Figure 2. Measurement of dimensional change of fully 
hardened amalgam specimens after addition of mercury. 

Mercury added internally and externally. 

A, Dental interferometer; B, specimen; C, mercury; D, iron cup. 



mercury to fully hardened amalgam specimens. 
Seven-day-old specimens were immersed in mercury 
for 12 hr, removed and cooled to —125° C, and 
examined by X-ray diffraction. The specimens were 
kept at 37° C during the next 24 hr, except for peri- 
odic cooling to —125° C while the diffraction charts 
were made. 

To examine the effect of uncombined mercury on 
dimensional changes of hardened amalgam, mercury 
was added both externally and internally to hardened 
amalgam specimens, and their dimensional changes 
were measured by means of dental interferometers 
[9], (fig. 2). Hardened specimens of amalgam in 



iron cups were positioned in interferometers. Mer- 
cury was added to the cups, and the dimensional 
changes were observed over a period of 15 days on 
two series of specimens held at 21° and 37° C, 
respectively. In other experiments a small hole was 
drilled in the specimen and mercury injected into 
the hole in the amalgam by means of a hypodermic 
syringe after the specimens had been positioned in 
the interferometers. Dimensional changes were then 
observed over a period of 15 days. Temperatures 
were maintained by constant-temperature air baths. 

In two of the above experiments the supply of 
mercury was removed from contact with the speci- 
mens after the period of 15 days, and dimensional 
changes were observed for an additional period of 
26 days. 

To obtain information on the effect of temperature 
on the reactions occurring during the hardening of 
the dental amalgams, dimensional changes of amal- 
gams prepared and observed at various temperatures 
were also determined interferometrically. 

3. Results 

3.1. X-ray Diffraction Examination of the 
Ag-Sn-(Cu-Zn) Amalgams 

As shown in table 1, one of the three commercial 
amalgam alloys used in the investigation was a 
silver-tin-zinc alloy, one a silver-tin-copper-zinc, and 
the other a silver-tin-copper alloy. Upon examining 
their X-ray diffraction patterns (fig. 3), it is evident 
that the variation in copper and zinc content has 
little effect on the diffraction patterns as the position 
of the principal peaks are identical in all three charts. 



Table 1. 



Chemical composition of alloys investigated 



Elements 


Alloys 










1 


2 


3 




% 


% 


% 


Ag 


74.5 


70.2 


70.1 


Sn 


25.0 


25.6 


26.5 


Cu 


0.0 


2.4 


3.4 


Zn 


0.5 


1.8 


0.0 



X-ray diffraction charts of pure mercury at — 125° 
C show a number of well-defined peaks (fig. 4, a). 
A specimen of amalgam containing the Ag-Sn-Cu- 
Zn alloy was made at room temperature (25° C), 
placed in position, and its X-ray pattern determined 
at —125° C 5 min after the start of mix (fig 4 (b). 
The characteristic peaks of the uncombined mercury 
can be seen as represented by the solid-black areas. 
As the specimen is aged through longer periods of 
time at 37° C, the characteristic peaks of the uncom- 
bined mercury tend to disappear, and after 6 hr they 
are scarcely detectable (fig. 4 (c), and fig. 5). This 
time period corresponds generally to the period 
during which significant expansion and contraction 
are commonly observed. Simultaneously with this 
reduction in uncombined mercury, there is a disap- 
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Figure 3. X-ray diffraction charts (with a scale factor of 4) made at 25° C. 

The similarity of the charts for the three alloys indicates that none of the lines shown are dependent upon the copper or zinc content of the 
alloys. 
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Ag-Sn-Cu-Zn AMALGAM 
AGED 5 MINUTES AT 25 °C 
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Figure 4. X-ray diffraction charts made at —125° C. 

a, Scale factor of 32 used for obtaining the tracings of mercury, b and c, Scale factor of 4 used for the remainder of the procedures. Height of the peaks of y, and 
■n Hues hidden by the mercury linos were determined by X-ray diffraction charts made at 37° C. Lines representing ice formation are labeled "ice. 
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SAME SPECIMEN AS STUDIED IN FIGURE 4 

Ag - sn - cu - Zn amalgam 

AGED 2 HOURS AT 37 °C 
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Figure 5. X-ray diffraction charts made at —125° C. 
(See legend for fig. 4, b and c) 
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Ag-Sn-Cu-Zn AMALGAM 
AGED 7 DAYS AT 21 °C 
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Figure 6. X-ray diffraction charts made at —125° C. 
(See legend for fig. 4, b and c) 
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pearance of the linos representing the original alloy 
(y) 4 and an increase in the 71 and 72 phases (fig. 4 (b) 
and (c), and fig. 5). This indicates that the disap- 
pearance of the free mercury lines was through 
combination of the mercury with the alloy to form 
mercury compounds. 

X-ray diffraction charts made periodically at re- 
duced temperatures after the addition of mercury to 
fully hardened amalgam showed intense mercury 
lines in the specimens observed immediately after 
removal from the mercury bath (fig. 6). These 
mercury lines were not detected after the specimens 
had been held at 37° C for 24 hr or at 21° C for 3 
days. In figure 6 it can be seen that mercury on the 
surface of the specimens reduces the intensity of the 
lines representing the original alloy and 71 and 72 
phases. After aging for 24 hr, the mercury has com- 
bined with the original alloy as indicated by the 
absence of 7 and uncombined mercury lines. 

Consideration was given to the possibility that the 
intermediate phases in the Ag-Sn-(Cu-Zn) amalgams 
might have a higher mercury solubility at room tem- 
perature than at temperatures below the freezing 
point of mercury. Under such conditions, crystalline 
mercury at low temperatures might be formed by 
rejection from a solid solution existing at room tem- 
perature. However, the disappearance of the lines 
representing uncombined mercury indicates that such 
a rejection does not occur to a significant extent if 
at all. 

3.2. Dimensional Change Determinations of the 
Ag-Sn-(Cu-Zn) Amalgams 

The addition of mercury to the hardened specimens 
produced large expansions, whether the mercury was 
added internally or externally (fig. 7). Specimens 
maintained at 37° C expanded much more than those 
maintained at 21° C. The great difference in expan- 
sion between the two specimens placed in mercury 
baths at 37° C may result from imperfections or other 
variations in the individual specimens that affect the 
rate of diffusion of mercury into the amalgam. Only 
very slight dimensional changes occurred after 
removal of the supply of excess mercury from 
hardened specimens (fig. 8). 

Amalgam specimens prepared and maintained at 
either 21° or 37° C showed a rapid initial contraction, 
followed by some expansion during the first 24 -hr 
period. Average values for dimensional changes are 
plotted against time in figure 9, 10, and 11. 
Ag-Sn-Zn amalgams prepared at 21° C and main- 
tained at 37° C gave an over-all shrinkage, whereas 
those prepared and maintained at 21° C gave an 
over-all expansion (fig. 9 and table 2). Ag-Sn-Cu-Zn 
amalgams prepared and maintained at 37° C also had 
greater initial contraction, lower maximum expansion 
and greater over-all contraction than those prepared 
and maintained at 21 °C (fig. 10 and table 2). 
Ag-Sn-Cu-Zn amalgams initially observed at 21° C 
and then subjected to a temperature increase to 
37° C shrank more than those maintained at 21° C 

* 7: original alloy (Ag3Sn-f-Cu, Zn), 71: Ag2Hg 3 , 72: SmHg [3, 5,6]. 
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Figure 7. Dimensional changes in Ag-Sn-Cu-Zn amalgam 
{alloy 2) resulting from addition of mercury. 
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Figure 8. Dimensional changes of Ag-Sn-Cu-Zn amalgam 
{alloy 2) resulting from addition and removal of mercury. 

days, mercury added internally through hole drilled into specimen; 15 days, 
excess mercury removed from hole drilled into specimen. 




Figure 9. Comparison of dimensional changes of Ag-Sn-Zn 
amalgam {alloy 1) at 21° C and at 37° C. 

Specimens prepared at 21° C. 
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Figure 10. Comparison of dimensional changes of Ag-Sn- 
Cu-Zn amalgam (alloy 2) at 21° C and at 37° C. 

Specimens prepared at 21° C and at 37° C, respectively. 
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Figure 11. Comparison of dimensional changes of Ag- 
Cu-Zn amalgam (alloy 2) at 21° C and at 37° C. 

Specimens prepared at 21° O. 
Table 2. Dimensional changes and their standard errors for Ag-Sn-(Cii-Zn) amalgams at 21° and 37° C 



26 



Sn- 



Alloy 


Temperature of 

observation a 


Number 
of speci- 
mens 
observed 


Fiducial observation 15 min after start 
of mix 


Fiducial 
observation 
10 min after 
start of mix 
(change 24 
hr) 


Typical curves 


Initial 
contraction 


Maximum 
expansion 


Change in 
24 hr 


1 

b2 

2 

2 

2 

d3 


{ & 


8 


n/cm 
-1.3 ±0.1 
-4. 1 -(-0. 4 


n/cm 
+7. ±0. 3 
+0. ±0. 3 


n/cm 
+6. 2 ±0. 3 
-2.1 ±0.3 


±4. 3 ±0. 5 
-6.2 +0.4 


[-Figure 9. 

Figure 10. 

{Figure 11, 

< curves A and 

1 D. 

/Figure 11, curves 
I A and B. 

[Figure 11, 
■{ curves C 
[ and D. 


Difference . . 


2. 8 ±0. 5 


7. ±0. 4 


8. 3 ±0. 5 


10. 5 ±0. 6 




f 21 
\ "37 


4 
4 


-0. 3 ±0. 05 
-4. 2 ±0. 6 


+2. 1 ±0. 4 
-3.4 ±0.4 


-0.9 ±0.5 
-7.0 ±0.5 


} 


Difference 


3. 9 ±0. 6 


5. 5 ±0. 6 


6. 1 ±0. 6 








f 21 
i 37 


15 

7 


-0. 3 ±0. 05 
-2.6 ±0.3 


+2. ±0. 2 
-2. ±0. 3 


-1.0 ±0.2 
-8.6 ±0.3 


-2.6 ±0.3 
-12.5 ±0.5 


Difference . . __ ._ 


2. 3 ±0. 3 


4. ±0. 4 


7. 6 ±0. 4 


10. ±0. 6 




f 21 

\ 21; changed to 37 


15 
4 


-0. 3 ±0. 05 
( e ) 


+2. ±0. 2 
+1.3 ±0.4 


-1.0 ±0.2 
-3.4 ±0.4 


\ 


J 


D i ff erence 




0. 7 ±0. 5 


2. 4 ±0. 5 






f 37 

\ 37; changed to 21 


7 
4 


-2.6 ±0.3 


-2. ±0. 3 
-1.7 ±0.4 


-8. 6 ±0. 3 
-4.6 ±0.4 


1 


/ 


Difference 




0. 3 ±0. 5 


4. ±0. 6 










i 21 
1 37 


10 


-0. 3 ±0. 05 
-1.8 ±0.2 


+3. 6 ±0. 3 
+1. 4 ±0. 3 


-f-2. 4 ±0. 3 
-2.1 ±0.3 


+1.2 ±0.4 
-5. 2 ±0. 5 


Difference . . 


1. 5 ±0. 2 


2. 2 ±0. 4 


4. 5 ±0. 4 


6. 4 ±0. 6 





» Specimens prepared at 21°, unless otherwise noted. 

b 24-day period, with fiducial observation 15 min after start of mix: 21° C gave an average of —3.0 ±0.3 /Vcm, 37° C gave an average of —9.9 ±0.3, giving a difference 
of 6.9 ±0.4. 

c Specimens prepared at 37° C. 

* Not comparable with alloys 1 and 2 because of differences in alloy-mercury ratio and mixing time. 

e Not observed. 
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during the observation period (fig. 11 and table 2). 
Specimens held at 37° C and then subjected to a 
temperature decrease to 21° C shrank less than those 
maintained at 37° C (fig. 11 and table 2). Ag-Sn-Cu 
amalgams observed at 37° C also shrank more than 
those observed at 21° C (table 2). 

Averages of the differences in dimensional changes 
of the Ag-Sn(Cu-Zn) amalgams at 21° and 37° C are 
given in table 2, together with their standard errors. 

The standard error in each case depends on the 
number of specimens and on the precision of a single 
measurement. The latter was evaluated separately 
for each period of hardening, by pooling the variances, 
obtained for all amalgams, of the measurements 
made at that setting time. 

In table 2 it is also shown that the fiducial ob- 
servation (zero reading) taken 10 min after start 
of mix yielded a significantly lower expansion or 
greater contraction value over a 24-hr period than 
the 15-min fiducial observation. This variation 
results from the fact that a larger portion of (lie 
initial shrinkage is observed when the 10-min 
fiducial reading is used. 

4. Discussion of Results 

The observations of dimensional changes, along 
with the X-ray diffraction evidence that uncombined 
mercury is present in the amalgam, tend to sub- 
stantiate the theory that the mechanism of dimen- 
sional change is associated with the presence of the 
uncombined mercury. 

The following mechanism is postulated to ex- 
plain the physical phenomena observed. The initial 
shrinkage always observed results from the formation 
of compounds of mercury and alloy having a smaller 
volume than the sum of the original volumes of the 
alloy and mercury. The subsequent expansion that 
is observed results from the diffusion into new areas 
of uncombined mercury entrapped in spaces through- 
out the amalgam. The reaction of this uncombined 
mercury with existing phases or with residual alloy 
to form compounds of lesser volume would then 
account for the contraction that follows the expansion 
of the amalgam. 

This mechanism would account for the dimensional 
changes that occurred on the addition of mercury to 
hardened amalgam. When mercury is added to 
hardened amalgam the diffusion of this mercury 
throughout the specimen would produce the large 
expansion observed. The slight shrinkage ob- 
served immediately after the removal of the supply 
of mercury could result from the combination of 
free mercury in the specimen with existing phases or 
with residual alloy. 



The greater shrinkage of amalgam mixed and 
maintained at 37° C rather than at 21° C may result 
from a more rapid chemical combination and dis- 
appearance of the uncombined mercury at elevated 
temperatures. 

The proposed mechanism would also account for 
the shrinkage of amalgam that occurs from over- 
trituration or excessive working during condensa- 
tion, in that either of these treatments would tend 
to reduce the amount of uncombined mercury by 
either furnishing new surfaces for reaction with the 
mercury or by actual mechanical removal of the 
mercury. These treatments would also tend to 
distribute the uncombined mercury present more 
uniformly throughout the amalgam so that there 
would be fewer mercury-rich areas from which dif- 
fusion could take place. On the basis of this ex- 
planation, a reduction in size of the alloy particle 
or a heat treatment, which would make the particles 
more reactive, would tend to cause a reduced ex- 
pansion or a shrinkage of the amalgam. 

5. Summary 

Residual, or uncombined, mercury has been 
demonstrated by X-ray diffraction studies to be 
present in amalgams after their initial solidification. 

This uncombined mercury disappears during the 
period when greatest dimensional changes occur in 
the hardening of the amalgam system. 

A possible mechanism for the dimensional changes, 
based on the presence and disappearance of the 
uncombined mercury, is presented. 
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